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information for citizens to secure access to information under the control of public authorities, 
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and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
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education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (Part 4) which is identical with ISO 10555-4 : 1996 'Sterile, single-use intravascular 
catheters — Part 4: Balloon dilatation catheters' issued by the International Organization for Standardization 
(ISO) was adopted by the Bureau of Indian Standards on the recommendation of the Surgical Disposables 
and Dressings Sectional Committee and approval of the Medical Equipment and Hospital Planning Division 
Council. 

Intravascular balloon dilatation catheter fitted with a balloon near the distal end, which is introduced into an 
artery or vein to dilate a part or parts of the vascular system. 

Other parts of this standard are as follows: 
Part 1 General requirements 
Part 2 Angiographic catheters 
Part 3 Central venous catheters 
Part 5 Over-needle peripheral catheters 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker in the International Standard while in Indian Standards, 
the current practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to certain International Standards for which Indian Standards 
also exist. The corresponding Indian Standards which are to be substituted in their places are listed below 
along with their degree of equivalence for the editions indicated: 



international Standard 

ISO 594-1 : 1986 Conical fittings with 
a 6 percent (Luer) taper for syringes, 
needles and certain other medical 
equipment — Part 1: General 
requirements 

IS01 0555-1 :1995 Sterile, single-use 
intravascular catheters — Part 1: 
General requirements 



Corresponding Indian Standard 

IS 3234 (Part 1): 1986 Conical fittings 
with a 6 percent (Luer) taper for syringes, 
needles and certain other medical 
equipment: Part 1 General requirements 
[second revision) 

IS/ISO 10555-1 : 1995 Sterile, single- 
use intravascular catheter: Part 1 
General requirements 



Degree of Equivalence 
Identical 



do 



The standard also makes a reference to the BIS Certification Marking of the product.' Details of which is 
given in National Annex A. 

Technical Corrigendum 1 to the above International Standard has been given at the end of this standard. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated expressing the result of a test or analysis, shall be rounded off in accordance 
with IS 2:1960 'Rules for rounding off numerical values (revised)'. The number of significant places retained 
in the rounded off value should be the same as that of the specified value in this standard. 
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Indian Standard 
STERILE, SINGLE-USE INTRAVASCULAR CATHETERS 

PART 4 BALLOON DILATATION CATHETERS 



1 Scope 



4 Requirements 



This part of ISO 10555 specifies requirements for 
balloon dilatation catheters supplied in the sterile 
condition, and intended for single use. 

NOTE 1 Attention is drawn to ISO 11070, which specifies 
requirements for accessory devices for use with intravascu- 
lar catheters. 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions of 
this part of ISO 10555. At the time of publication, the 
editions indicated were valid. All standards are subject 
to revision, and parties to agreements based on this 
part of ISO 10555 are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated below. Members of (EC and ISO 
maintain registers of currently valid International Stan- 
dards. 

ISO 594-1:1986, Conical fittings with a 6% (Luer) 
taper for syringes, needles and certain other medical 
equipment — Part?: General requirements. 

IS01 0555-1:1 995, Sterile, single-use intravascular 
catheters — Part 1: General requirements. 



3 Definitions 

For the purposes of this part of ISO 10555, the defi- 
nitions given in ISO 10555-1 and the following defi- 
nition apply. 

3.1 balloon dilatation catheter: Intravascular catheter 
fitted with a balloon near the distal end, which is 
introduced into an artery or vein to dilate a part or 
parts of the vascular system. 



4.1 General 

Unless otherwise specified in this part of ISO 10555, 
catheters shall comply with ISO 10555-1. 



4.2 Radio-detectability 

The position of the balloon shall be radio-detectable 
when the catheter has been inserted into the body. 

NOTE 2 At the time of publication of this part of ISO 
10555, there is no acceptable, validated test method to 
determine radio-detectability. An approved test method 
for producing a value of radio-detectability will be 
established. Until that time, a manufacturer may label his 
product "radio-opaque" provided he can support this 
claim by demonstrating that he has an appropriate 
method for showing radio-opacity. 



4.3 Designation of nominal size 

The nominal size of the catheter shall be designated by 
the following: 

a) the diameter(s) of the inflated balloon(s) or, for 
muitidiameter balloon(s), the diameter of each 
portion; 

b) the effective length of the balloon; 

c) the effective length of the catheter; 

d) the diameter of the largest guidewire that can be 
used with the catheter, if applicable. 



4.4 Physical requirements 
4.4.1 Tip configuration 

In order to minimize trauma to vessels during use, the tip 
of the distal end should be smooth, rounded, tapered or 
similarly finished. 
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4.4.2 Freedom from leakage and damage on 
inflation 

When tested as described in annex A, there shall be 
no leakage or evidence of damage, such as herniation 
or bursting of the shaft or balloon. 

4.4.3 Side holes 

The design, number and positioning of side holes 
should be such as to minimize adverse effects on the 
catheter and trauma to the tissues. 



4.5 Information to be supplied by the 
manufacturer 

Information supplied by the manufacturer shall comply 
with ISO 10555-1 and shall also include the following: 

a} nominal size of the catheter, as designated in 4.3; 
b} position(s) of radio-detectable marker(s); 

c) maximum balloon inflation pressure, expressed in 
kilopascals; 

d) balloon inflation pressure, expressed in kilo- 
pascals, required to achieve the nominal balloon 
diameter(s). 

NOTE 3 Units of measurement systems other than those 
specified in this part of IS0 1 0555 may additionally be used. 
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Annex A 

(normative) 

Test for freedom from leakage and damage on inflation 



A.I Principle 

The catheter is inflated and deflated a number of 
times to simulate use in vivo. The catheter in an in- 
flated condition is examined for leakage, rupture or 
herniation. 



A,2 Apparatus 

A.2.1 Water bath, controlled at (37 ± 2) °C. 

A.2.2 Inflation syringe or equivalent device, fitted 
with a means of measuring pressure with an accuracy 
of 5 % and maintaining the inflation pressure and fitted 
with a male 6 % (Luer) taper, complying with ISO 594- 
1 , for connection to the catheter. 



A.3 Test procedure 

A.3.1 Fill the inflation device (A.2.2) with water. 

A.3.2 Connect the inflation device to the catheter 
under test and immerse at least the whole of the bal- 
loon portion(s) in the water bath (A.2.1) at (37 ± 2) °C. 



A.3.3 Allow the catheter to equilibrate for 2 min. Inflate it 
to the maximum balloon inflation pressure [see 4.5 c)l, 
holding the inflation pressure for 30 s before deflating. 
Then deflate the balloon(s). Repeat this procedure eight 
times. 



A.3.4 inflate the balloon(s) for a tenth time to the 
maximum balloon inflation pressure and remove the 
catheter from the water bath, maintaining the balloons) in 
the inflated state. 



A.3.5 Inspect the whole catheter for leakage, rupture, 
herniation, direction of any balloon rupture, and, if 
rupture occurred, whether fragments were produced. 



A.4 Test report 

The test report shall include the following information: 

a) identity of the catheter; 

b) inflation pressure used, expressed in kilopascais; 

c) whether leakage occurred from the catheter; 

d) whether the catheter shaft or balloon(s) rupture or 
herniated, the direction of any balloon rupture, 
and, if rupture occurred, whether fragments were 
produced. 
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Key 

d Inflated balloon diameter 
/-j Effective length of the balloon 

I2 Effective length of the catheter 

1 Catheter strain reinforcement 

2 Junction 

3 Catheter hub(s) 

NOTE — This drawing shows the designation of dimensions, but the representation of the components is schematic only. 
Figure A.1 — Designation of dimensions of balloon dilatation catheter 
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Annex B 
(informative) 

Guidance on the selection of balloon materials 



The balloon, if it should fail during use, should burst longitudinally and without fragmentation. Consideration should 
be given to this guideline in the selection of the balloon material and the manner of securing the balloon material to 
the shaft. 
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Annex C 

(informative) 

Bibliography 

[1] ISO 11070;--^)' Sterile, single-use intravascular catheter introducers. 
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TECHNICAL CORRIGENDUM 1 



Technical Corrigendum 1 to International Standard ISO 10555-4:1996 was prepared by Technical Committee 
ISO/TC 84, Medical devices for injections, Subcommittee SC 1 , Syringes, needles and intravascular catheters for 
single use. 



Page 1 

4.2 Radio-detectability 

Delete the entire Note 2 given in this subclause. 

Page 2 
4.5 Information to be supplied by the manufacturer 

Renumber Note 3 given in this subclause to become Note 2. 
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NATIONAL ANNEX A 

(National Foreword) 

A-1 BIS CERTIFICATION MARKING 

A-1.1 The product may also be marked with the Standard Mark. 

A-1. 1.1 The use of the Standard Mark is governed by the provisions of the Bureau of Indian Standards Act, 1986 
and the Rules and Regulations made thereunder. The details of conditions under which the licence for the use of 
the Standard Mark may be granted to manufacturers or producers may be obtained from the Bureau of Indian 
Standards. 
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Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to promote harmonious 
development of the activities of standardization, marking and quality certification of goods and attending to 
connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of the these publications may be reproduced in any form 
without the prior permission in writing of BIS. This does not preclude the free use, in the course of implementing the 
standard, of necessary details, such as symbols and sizes, type or grade designations. Enquiries relating to 
copyright be addressed to the Director (Publications), BIS. 

Review of Indian Standards 

Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard alongwith amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
should ascertain that they are in possession of the latest amendments or edition by referring to the latest issue of 
'BIS Catalogue' and 'Standards: Monthly Additions'. 

This Indian Standard has been developed from Doc No.: MHR 16 (0054). 
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